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Section I. INTRODUCTION 


1. Scope. This manual lists spares and repair parts 
that are required for maintenance of Electro-Optics Test 
Set, TAI Corporation Model EOTS. It authorizes the 
requisitioning and issue of spares and repair parts as 
indicated by the source and maintenance codes. 


2. General. This repair parts and special tools list 
(RPSTL) is divided into the following sections: 


a. Repair Parts List. A list of spares 
and repair parts authorized for use in the performance of 
maintenance. The list also includes parts which must be 
removed for replacement of the authorized parts. Parts 
are listed in alphabetical sequence within each figure 
number. 


b. Section III. Special Tools List. Not applicable. 


c. National Stock Number and Part 
Number Index. A list, in National item identification 
number (NIIN) sequence, of all National stock numbers 
(NSN's) appearing in the listings, followed by a list in 
alphanumeric sequence of all part numbers appearing in 
the listings.  NSN's and part numbers are cross- 
referenced to the figure and item number appearance. 


3. Explanation of Columns 
a. Illustration. This column is divided as follows: 


(1) Figure Number. Indicates the figure number 
of the item shown. 


(2) Item Number. The number used to identify 
each item called out in the list. 


b. Source, Maintenance, and Recoverability 
(SMR) Codes. 


(1) Source Code. Source codes indicate the 
manner of acquiring support items for maintenance, 
repair, or overhaul of end items. Source codes are 
entered in the first and second positions of the uniform 
SMR code format as follows: 


Code Definition 


PA - Item procured and stocked for 
anticipated or known usage. 


(2) Maintenance Code. Maintenance codes 
are assigned to indicate the levels of maintenance 
authorized to USE and REPAIR support items. The 
maintenance codes are entered in the third and fourth 
positions of the uniform SMR code format as follows: 


(a) The maintenance code entered in 
the third position will indicate the lowest maintenance 
level authorized to remove, replace, and use the support 
item. This position will contain the following code: 


Code Application/Explanation 


H- Support item is removed, replaced, and 
used at the general support level. 


(b) The maintenance code entered in the 
fourth position indicates whether the item is to be repaired 
and identifies the lowest maintenance level with the 


capability to perform complete repair (i.e., all authorized 
maintenance functions). This position will contain one of 
the following maintenance codes: 


Code Application/Explanation 


H- The lowest maintenance level capable of 
complete repair of the support item is the 
general support level. 


Z- Nonreparable. No repair is authorized. 


(3) Recoverability Code. Recoverability 
codes are assigned to support items to indicate the 
disposition action on unserviceable items. The 
recoverability code is entered in the fifth position of the 
uniform SMR code format as follows: 


Code Definition 
H- Reparable item. When uneconomically 


reparable, condemn and dispose at the 
general support level. 


Z- Nonreparable item. When unserviceable, 
condemn and dispose at the level indicated 
in position 3. 


c. National Stock Number. Indicates the NSN 
assigned to the item and which will be used for 
requisitioning. 


d. Federal Supply Code for Manufacturer 
(FSCM). The FSCM is a 5-digit numeric code listed in 
SB 708-42 which is used to identify the manufacturer, 
distributor, or Government agency, etc. 


e. Part Number. Indicates the primary number 
used by the manufacturer (individual, company, firm, 
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corporation, or Government activity), which controls the 
design and characteristics of the item by means of its 
engineering drawings, specifications, standards, and 
inspection requirements to identify an item or range of 
items. 


NOTE 
When a stock numbered item is 
requisitioned, the item received may 
have a different part number than the 
part being replaced. 


f. Description. Indicates the Federal item name 
and, if required, a minimum description to identify the 
item. 


g. Unit of Measure (U/M). Indicates the standard 
of the basic quantity of the listed item as used in 
performing the actual maintenance function. This 
measure is expressed by a two-character alphabetical 
abbreviation (e.g., ea, in, pr, etc). When the U/M differs 
from the unit of issue, the lowest unit of issue that will 
satisfy the required U/M's will be requisitioned. 


h. Quantity Incorporated In Unit. Indicates the 
quantity of the item used in the breakout, which is 
prepared for a functional group, subfunctional group, or 
an assembly. 


4. Special Information 


a. Repair parts for components of standards sets 
which can be identified as existing in the supply system 
will be requisitioned through normal supply channels 
from the appropriate supply commodity manager. 


b. Repair parts for components of standards sets 
which cannot be identified as to proper supply source 
will be requisitioned from USAMICOM, using routing 


identifier B64 and furnishing as a minimum, the following 
as exception data. 


(1) Component stock number of the individual 
end item to be repaired. 


(2) Component manufacturer's equipment 
model number and serial number. 


(3) The equipment manufacturer's stock 
number as listed in the appropriate manual for the 
desired repair part. 


(4) The repair part reference designation, 
circuit reference, circuit symbol schematic designation, 
or reference number as listed in the manufacturer's 
manual. 


(5) The technical specification of the repair 
part as contained in the appropriate manufacturer's 
manual. 
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(6) The title and date of the manufacturer's 
manual from which the information in a and b(3), (4), 
and (5) above was taken. 


5. Howto Locate Repair Parts 


a. When NSN or part number is unknown, use the 
repair parts listing to locate the item by description. This 
list is listed in alphabetical sequence within each figure 
number. 


b. When NSN or part number is known, use the 
index of NSN's and part numbers to find the pertinent 
NSN or part number. This index is in ascending NSN 
cross-referenced to the figure number and item number. 
After finding the figure and item number, locate the item 
in the repair parts list. 


6. Abbreviations. Not applicable. 


3 (4 blank) 


SECTION II. 
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REPAIR PARTS LIST 


EN 
EN (2) (3) 


NATIONAL 
STOCK 
NUMBER 


EM SMR 


NO. | CODE PART 


NUMBER 


5935-00-233-6728 
5999-01-069-0381 
5950-01-050-4380 
4931-01-132-7861 


16428 
71468 
51687 
57602 


17252 
030-7313-014 
015-032 
121005 


5999-01-115-9893 
5962-01-045-6860 
5905-00-359-3756 
5905-00-295-5470 
5905-00-428-2291 
4931-01-132-7862 


60548 
LM117KSTEEL/883B 
RNC55J1210FS 
RNC55J2740FS 
72PMR200 

121010 


5910-01-053-3974 
5999-01-115-9893 
5905-00-476-4691 
5905-00-359-3756 
5905-00-428-2291 
5961-00-951-8757 
4931-01-132-7863 


TVA1318-7 
60548 
RNC55J9090FS 
RNC55J1210FS 
72PMR200 
JAN2N2222A 
121015 


5910-01-016-1131 
5962-01-062-5106 
5905-00-359-3756 
5905-00-432-0369 
5905-00-428-2291 
4931 -01-133-6835 


TVA1316 
351-1271-010 
RNC55J1210FS 
RNC55J1211FS 
72PMR200 
121020 


(6) 


DESCRIPTION 


GROUP 7029 
TEST SET, ELECTRO-OPTICS 
(18876) 


MIS-30860 


MAINFRAME 


CONSISTING OF 


CONNECTOR, RECEPTACL 3 PIN 

CONTACT, ELECTRICAL 8 PINS 

TRANSFORMER, POWER 

CIRCUIT CARD ASSEMB +5 VOLTS POWER SUPPLY, SPS-1 .... 


CONSISTING OF 


HEAT SINK, ELECTRICA 

MICROCIRCUIT, LINEAR 

RESISTOR, FIXED, FILM 

RESISTOR, FIXED, FILM 

RESISTOR, VARIABLE, N us 
CIRCUIT CARD ASSEMB -12 VOLT POWER SUPPLY, SPS-2 


CONSISTING OF 


CAPACITOR, FIXED, ELE 

HEAT SINK, ELECTRICA 

RESISTOR, FIXED, FILM 

RESISTOR, FIXED, FILM 

RESISTOR, VARIABLE, N 

TRANSISTOR 

CIRCUIT CARD ASSEMB + - 15 VOLT POWER SUPPLY, SPS-3. 


CONSISTING OF 


CAPACITOR, FIXED, ELE 
MICROCIRCUIT, LINEAR 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, VARIABLE, N 
CIRCUIT CARD ASSEMB CHOPPER DRIVER, SPS-4 


SECTION II. 


(1) 
ILLUSTRATION 


oO © O © 00 © o co 


o 0 OO OO 0 oO 


a 


(2) 


SMR 
CODE 


(3) 


NATIONAL 
STOCK 
NUMBER 


5905-00-480-5218 
5905-00-348-3527 
4931-01-132-7613 


5935-00-935-2297 
5930-00-197-4690 
4931-01-132-7614 


5935-00-813-1682 
5935-00-532-2439 
4931-01-133-0567 


5935-00-901-5782 
5935-01-014-5515 
5935-00-813-1682 
5935-00-532-2439 
5340-01-047-0605 
5930-01-014-0345 
5930-01-106-8279 
4931-01-133-6836 


5910-01-041-6291 
5962-01-081-3918 
5945-01-026-2543 
5905-00-432-6371 
5905-00-256-9263 
5905-01-030-4250 
5905-00-506-6541 
4931-01-133-6837 
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REPAIR PARTS LIST 


PART 
NUMBER 


RNC55J1102FS 
3299W1-502 
122050 


50-12A40 
E61-50H 
123000 


1508-103 
1508-105 
124050 


MS3112E10-6P 
138C640H01 
1508-103 
1508-105 

8324 
MRB-1-10 
7101P3YZQ 
124110 


CMR04F101GODR 
LF356N 
W172DIP-1 
RNC55J49R9FS 
RNC55J1003BS 
3299X-1-202 
3299X1-203 
124120 


(6) 


DESCRIPTION 


CONSISTING OF 


RESISTOR, FIXED, FILM 
RESISTOR, VARIABLE, N 
MODULE, OPTICS 


CONSISTING OF 


CONNECTOR, RECEPTACL 
SWITCH, SENSITIVE 
CALIBRATOR LIGHT SOURCE 


CONSISTING OF 


POST, ELECTRICAL-MEC... 

SWITCH, ROTARY 

SWITCH, TOGGLE 

CIRCUIT CARD ASSEMB PRE-AMPLIFIER DE-2 


CONSISTING OF 


CAPACITOR, FIXED, MIC 
MICROCIRCUIT, LINEAR 
RELAY, REED 

RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, VARIABLE, N 
RESISTOR, VARIABLE, N 


CIRCUIT CARD ASSEMB TEMPERATURE CONTROLLER DE-3 .. 


A A a a a da = T S 


>= a a a a a da 


SECTION II. 


(1) 
ILLUSTRATION 


(2) 


(3) 


NATIONAL 
STOCK 
NUMBER 


5962-01-067-2048 
5905-00-189-0764 
5905-00-233-7113 
5905-00-256-9263 
5905-00-432-0371 
5905-01-081-0108 
4931-01-132-7864 


5962-01-081-3918 
5905-00-151-4675 
5905-00-233-7104 
5905-00-284-9477 
5905-00-758-2975 
5905-00-256-9263 
4931-01-132-7865 


5910-01-058-4957 
5905-01-032-1816 
5905-00-474-8810 
4931-01-132-7866 


5962-01-067-2048 
5962-01-081-3918 
5905-00-151-4675 
5905-00-233-7104 
5905-00-284-9477 
5905-00-256-9263 
5905-00-627-0284 
5905-00-233-7113 
4931-01-132-7867 
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REPAIR PARTS LIST 


PART 
NUMBER 


LF353N 
RNC55J3321FS 
RNC55J4991BS 
RNC55J1003BS 
RNC55J1502FS 
995-3A 

124130 


LF356N 
RNC55J4992BS 
RNC55J1002BS 
RNC55J1001BS 
RNC55J1102BS 
RNC55J1003BS 
124142 


LP66A1A106G 
3299X-1-503 
3299X1-502 
124150 


LF353N 
LF356N 
RNC55J4992BS 
RNC55J1002BS 
RNC55J1001BS 
RNC55J1003BS 
RNC55J2492BS 
RNC55J4991BS 
124154 


(6) 
DESCRIPTION 


USABLE ON CODE |U/M 


CONSISTING OF 


MICROCIRCUIT, LINEAR 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, WIRE 
CIRCUIT CARD ASSEMB AMPLIFIER DE-4.... 


CONSISTING OF 


MICROCIRCUIT, LINEAR 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
CIRCUIT CARD ASSEMB 13 HZ FILTER, DE-5 


CONSISTING OF 


CAPACITOR, FIXED, MET ... 

RESISTOR, VARIABLE, N 

RESISTOR, VARIABLE, N 

CIRCUIT CARD ASSEMB FINAL AMPLIFIER DE-6 


CONSISTING OF 


MICROCIRCUIT, LINEAR 
MICROCIRCUIT, LINEAR 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
CIRCUIT CARD ASSEMB 2 KHZ FILTER, DE-7 


SECTION II. 


(1) 
ILLUSTRATION | (2) 


SMR 
CODE 


(3) 


NATIONAL 
STOCK 
NUMBER 


5905-00-244-9078 
5905-00-306-0741 
5905-00-305-7585 
5905-01-030-4250 
5905-01-032-1816 
4931-01-132-7868 


5905-00-306-0741 
5905-01-032-1816 
5905-01-025-9042 
4931-01-132-7869 


5905-00-627-0284 
5905-00-306-0741 
5905-00-151-4675 
5905-00-305-7585 
5905-01-030-4250 
5905-01-032-1816 
4931-01-132-7870 
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REPAIR PARTS LIST 


PART 
NUMBER 


RNC55J1333BS 
RNC55J2211BS 
RNC55J2941BS 
3299X-1-202 
3299X-1-503 
124155 


RNC55J2211BS 
3299X-1-503 
3299X1-102 
124156 


RNC55J2492BS 
RNC55J2211BS 
RNC55J4992BS 
RNC55J2941BS 
3299X-1-202 
3299X-1-503 
124100 


(6) 


DESCRIPTION 


CONSISTING OF 


RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, VARIABLE, N 
RESISTOR, VARIABLE, N 
CIRCUIT CARD ASSEMB DE-8 


CONSISTING OF 


RESISTOR, FIXED, FILM 
RESISTOR, VARIABLE, N 
RESISTOR, VARIABLE, N 
CIRCUIT CARD ASSEMB 


CONSISTING OF 


RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, VARIABLE, N.... 
RESISTOR, VARIABLE, N 
CIRCUIT CARD ASSEMB DE-1 
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NATIONAL STOCK NUMBER AND PART NUMBER INDEX 


FIG. ITEM FIG. ITEM 
STOCK NUMBER NO. NO. STOCK NUMBER NO. NO. 
5905-00-151-4675 11 30 5961-00-951-8757 3 70 
5905-00-151-4675 13 40 5930-01-014-0345 8 70 
5905-00-151-4675 16 40 5935-01-014-5515 8 30 
5905-00-189-0764 10 30 5910-01-016-1131 4 20 
5930-00-197-4690 6 30 5905-01-025-9042 15 40 
5935-00-233-6728 1 10 5945-01-026-2543 9 40 
5905-00-233-7104 11 40 5905-01-030-4250 9 70 
5905-00-233-7104 13 50 5905-01-030-4250 14 50 
5905-00-233-7113 10 40 5905-01-030-4250 16 60 
5905-00-233-7113 13 90 5905-01-032-1816 12 30 
5905-00-244-9078 14 20 5905-01-032-1816 14 60 
5905-00-256-9263 9 60 5905-01-032-1816 15 30 
5905-00-256-9263 10 50 5905-01-032-1816 16 70 
5905-00-256-9263 11 70 5910-01-041-6291 9 20 
5905-00-256-9263 13 70 5340-01-047-0605 8 60 
5905-00-284-9477 11 50 5962-01-048-6860 2 30 
5905-00-284-9477 13 60 5950-01-050-4380 3 30 
5905-00-295-5470 2 60 5910-01-053-3974 3 20 
5905-00-305-7585 14 40 5910-01-058-4957 12: 20 
5905-00-305-7585 16 50 5962-01-062-5106 4 30 
5905-00-306-0741 14 30 5962-01-067-2048 10 20 
5905-00-306-0741 15 20 5962-01-067-2048 13 20 
5905-00-306-0741 16 30 5999-01-069-0381 1 20 
5905-00-348-3527 5 30 5905-01-081-0108 10 70 
5905-00-359-3756 2 50 5962-01-081-3918 9 30 
5905-00-359-3756 3 50 5962-01-081-3918 11 20 
5905-00-359-3756 4 40 5962-01-081-3918 13 30 
5905-00-428-2291 2 70 5930-01-106-8279 8 80 
5905-00-428-2291 3 60 5999-01-115-9893 2 20 
5905-00-428-2291 4 60 5999-01-115-9893 3 30 
5905-00-432-0369 4 50 4931-01-132-7613 6 10 
5905-00-432-0371 10 60 4931-01-132-7814 7 10 
5905-00-432-6371 9 50 4931-01-132-7861 2 10 
5905-00-474-8810 12 40 4931-01-132-7862 3 10 
5905-00-476-4691 3 40 4931-01-132-7863 4 10 
5905-00-480-5218 5 20 4931-01-132-7864 11 10 
5905-00-506-6541 9 80 4931-01-132-7865 12 10 
5935-00-532-2439 7 30 4931-01-132-7866 13 10 
5935-00-532-2439 8 50 4931-01-132-7867 14 10 
5905-00-627-0284 13 80 4931-01-132-7868 15 10 
5905-00-627-0284 16 20 4931-01-132-7869 16 10 
5905-00-758-2975 11 60 4931-01-132-7870 17 10 
5935-00-813-1682 7 20 4931-01-133-0567 8 10 
5935-00-813-1682 8 40 4931-01-133-6835 5 10 
5935-00-901-5782 6 20 4931-01-133-6836 9 10 
5935-00-935-2297 6 20 4931-01-133-6837 10 10 

FIGURE ITEM FIGURE ITEM 
FSCM PART NUMBER NO. NO. FSCM PART NUMBER NO. NO. 
81349 CMR04F101GODR 9 20 81349 RNC55J2211BS 15 20 
01963 E61-50H 6 30 81349 RNC55J2211BS 16 30 
61349 JAN2N2222A 3 70 81349 RNC55J2492BS 13 80 
27014 LF353N 10 20 81349 RNC55J2492BS 16 20 
27014 LF353N 13 20 81349 RNC55J2740FS 2 60 
27014 LF356N 9 30 81349 RNC55J2941BS 14 40 
27014 LF356N 11 20 81349 RNC55J2941BS 16 50 
27014 LF356N 13 30 81349 RNC55J3321FS 10 30 
27014 LM117KSTEEL/883B 2 30 81349 RNC55J49R9FS 9 50 
56289 LP66A1A106G 12 20 81349 RNC55J4991BS 10 40 
95146 MRB-1-10 8 70 81349 RNC55J4991BS 13 90 
96906 MS3112E10-6P 8 20 81349 RNC55J4992BS 11 30 
81349 RNC55J1001BS 11 50 81349 RNC55J4992BS 13 40 
81349 RNC55J1001BS 13 60 81349 RNC55J4992BS 16 40 
81349 RNC55J1002BS 11 40 81349 RNC55J9090FS 3 40 
81349 RNC55J1002BS 13 50 56289 TVA1316 4 20 
81349 RNC55J1003BS 9 60 56289 TVA1318-7 3 20 
81349 RNC55J1003BS 10 50 94696 W172DIP-1 9 40 
81349 RNC55J1003BS 11 70 51687 015-032 1 30 
61349 RNC55J1003BS 13 70 71468 030-7313-012 1 20 
81349 RNC55J1102BS 11 60 57602 121005 2 10 
81349 RNC55J1102FS 5 20 57602 121010 3 10 
81349 RNC55J1210FS 2 50 57602 121015 4 10 
81349 RNC55J1210FS 3 50 57602 121020 5 10 
81349 RNC55J1210FS 4 40 57602 122050 6 10 
81349 RNC55J1211FS 4 50 57602 123000 7 10 
81349 RNC55J1333BS 14 20 57602 124050 8 10 
81349 RNC55J1502FS 10 60 57602 124100 17 10 
81349 RNC55J2211BS 14 30 57602 124110 9 10 


SECTION IV. 
NATIONAL STOCK NUMBER INDEX AND PART NUMBER 
FIGURE ITEM 

FSCM PART NUMBER NO. NO. FSCM PART NUMBER 
57602 124120 10 10 80294 3299X-1-503 
57602 124130 11 10 80294 3299X-1-503 
57602 124142 12 10 80294 3299X-1-503 
57602 124150 13 10 80294 3299X-1-503 
57602 124154 14 10 32997 3299X1-102 
57602 124155 15 10 32997 3299X1-203 
57602 124156 16 10 80294 3299X1-502 


97942 138C640H01 
83330 1508-103 
83330 1508-103 
83330 1508-105 


30 13499 351-1271-010 
20 71785 50-12A40 

40 13103 6054B 

30 13103 6054B 


D A 0 O1 — ON ONO 
a 
(e) 


83330 1508-105 09353 7101P3YZQ 
16428 17252 10 73138 72PMR200 
80294 3299W1-502 30 73138 72PMR200 
32997 3299 X-1-202 70 73138 72PMR200 
32997 3299X-1-202 1 50 83330 8324 

32997 3299X-1-202 1 60 44655 995-3A 


10 
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By Order of the Secretary of the Army: 


E. C. MEYER 
Official: General, United States Army 
Chief of Staff 


ROBERT M. JOYCE 
Major General, United States Army 
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